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Abstract  The levels of heavy metal contamination in surface, ground and tap waters collected in some part of Lagos 
metropolis were determined using Differential Pulse Anodic Stripping Voltammetry (DPASV). The samples were analysed 
for their contents of lead, copper and cadmium and were also compared with the WHO (2008) specified contaminant levels 
for drinking water. The results obtained showed that all the well water and borehole water samples investigated contain high 
concentration of these heavy metals. Lead and cadmium concentrations were found to be above the WHO maximum ac-
ceptable concentration (MAC). However, none of the samples had copper concentration above the WHO MAC for copper. 
On the whole samples analysed, only the sample collected from Odo-Iyaalaro stream, Ojota showed no pollution of lead. 
Other samples showed pollution of all of the metals analysed. In general, the results show an indication of pollution hazards 
given the toxicity of these metals and mostly when the water sources studied represent the major sources of water for the 
teeming populace. DPASV results of the samples investigated were found to be comparable with results of same samples 
obtained from independent work carried out by Atomic Absorption Spectroscopy. 
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1. Introduction 
Water resources in Lagos state, Nigeria for domestic, in-
dustrial and commercial use are becoming scarce as a result 
of pollution of water bodies by heavy metals and other con-
taminants[2]. Heavy metal contamination of ground, stream 
and river water ecosystem is a worldwide environmental 
problem[3] and between the wide diversity of contaminants 
affecting water resources, heavy metals receive particular 
concern considering their strong toxicity even at low con-
centrations[4]. Heavy metals are persistent environmental 
contaminants, and are at least five times denser than water. 
As such, they cannot be metabolized by the body and are 
stable and bio-accumulative[5]. These toxic metals are 
sometimes passed up the food chain to humans. They have 
toxic effects on the environment and life in aquatic system 
too. These metals include mercury, nickel, lead, arsenic, 
cadmium, aluminium, platinum and copper (metallic form 
and ionic form). 
Lead is one such heavy metal and the most common of 
these elements. It is a general metabolic poison and enzyme  
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inhibitor. It can cause mental retardation and semi-permane
nt brain damage in young children. Lead has the ability to 
replace calcium in bone to form sites for long-term re-
placement[5]. Heavy metals like copper are the essential 
trace elements but show toxicity in excess amounts. With 
increasing industrial use, environmental pollution and asso-
ciated toxic exposure, concern has increased about their long 
term exposure and potentially toxic effects on human health 
specially infants and young children which are at peak of 
growth[6,7]. Cadmium is extremely toxic even in low con-
centrations, and will bio-accumulate in organisms and eco-
systems and it has a long biological half-life in the human 
body, ranging from 10 to 33 years[5]. Long term exposure to 
cadmium also induces renal damage[8]. So cadmium is 
considered as one of the priority pollutants form monitoring 
in most countries and international organizations. 
 Thus, there is the need to continuously assess the quality 
of ground and surface water sources. That’s why a matter of 
great importance is to analyze and quantify these toxic 
agents in the environment. In this regard, methods of analy-
sis play an important role[9]. Atomic Absorption Spectro-
photometer (AAS) technique has been widely accepted as 
the standard technique for metals determination since they 
offer satisfactory sensitivity and fairly low acquisition cost 
[5,10]. However, the majority of equipments can measure 
only one element at a time. Inductively coupled plasma 
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optical emission spectrometry (ICP-OES), on the other hand, 
offers multi-element analysis[5,11] but this technique is not 
yet extensively used in under developed countries due to 
their high implementation and maintenance costs[5]. These 
constraints justify the search for improved methods and 
suggest that the electrochemical analytical method for metal 
ions is still indispensable. Some advantages of electroana-
lytical methods can be pointed out for the analysis of metal 
ions such as high sensitivity, selectivity, simultaneous de-
termination, simplicity and relatively low cost[5,12]. 
Anodic stripping voltammetry (ASV) is an established 
method for trace metal ion analysis in contaminated water 
samples. ASV involves a two-step measurement sequence: 
(i) electro-reducing the ions at a negative potential to form 
metal deposits on the electrode surface, thereby pre- con-
centrating the analytes, and (ii) selectively electro-oxidizing 
each metal during a slow potential scan toward positive 
potentials[13]. The method, when coupled with an appro-
priate electrode material, generally provides low detection 
limits for many metal ions with a wide linear dynamic range 
and good response precision. 
The aim of this study is to assess the levels of heavy met-
als in tap, ground and surface water sources in some parts of 
Lagos metropolis using an alternative quantitative technique. 
With the aid of Differential Pulse Anodic Stripping Vol-
tammetry (DPASV) the presence and concentration of three 
heavy metals (Cu, Cd and Pb) were determined and the re-
sults obtained compared to the maximum contaminant level 
specified by the World Health Organisation. 
2. Material and Methods 
All chemicals and reagents were of the analytical grade 
and were obtained from BDH chemicals Ltd, UK. Copper 
sulphate, cadmium sulphate and lead sulphate were used for 
preparation of copper, cadmium and lead standards respec-
tively. Mercury nitrate solution was used as the thin mer-
cury film electrode. Acetate buffer at pH 4.5 and KCl were 
used as supporting electrolyte during DPASV run. De- io-
nised water was used throughout the work. All the plastic 
and glass wares were cleaned by soaking in 10% HNO3 
solution and then rinsed with distilled water prior to use. 
NaOH (0.1 M), HCl (0.1 M) were used to adjust pH of the 
working solutions. HNO3 was used for the treatment of 
samples and preparation of mercuric nitrate solution. H202 
was used in preparing pyrana, a solution used in the clean-
ing of the working electrode. Nitrogen gas was used to re-
move traces of oxygen in the sample before each DPASV 
run. 
2.1. Sample Collection and Treatment  
Water samples were randomly collected from 8 sampling 
sites. They were collected by immersion of pre-cleaned, 
acid-soaked plastic cans below the water surface for the 
surface and well water samples and directly from the tap for 
the bore hole and tap water samples. The water samples 
were well mixed with 2mL concentrated HNO3 per litre 
sample and capped tightly until they were ready for analysis. 
The samples sites are shown in Table 1. 
Table 1.  SAMPLE SITES 
SAMPLES SOURCE LOCATION 
1 Tin-Can Lagoon Apapa 
2 Well water Lawanson, Surulere 
3 Bore-hole Lawanson, Surulere 
4 Lagos Lagoon Bordering University of Lagos 
5 Tap water Yaba 
6 Bore-hole water Near Odo-Iyaalaro stream, 
Mende, Maryland 
7 Bore-hole water Olusosun, Ojota 
8 Odo-Iyaalaro stream Mende, Maryland 
2.2. Preparation of Reagents 
1000ppm of stock solution of Pb, Cd and Cu were pre-
pared by dissolving 1.342, 2.495 and 3.929g of PbCl2, 
CdSO4.4H2O and CuSO4.5H2O respectively in a 1L of 
volumetric flask. The mixture was shaken and the flask made 
up to the 1L mark. Calibration solutions of the target metal 
ions were prepared from the standard stock by serial dilu-
tion. 0.1 moldm-3 acetate buffer at pH 4.5 was prepared by 
measuring 8.2g sodium acetate in 800ml deionised water. 
The pH was adjusted with high purity glacial acetic acid. The 
solution was transferred to a 1L volumetric flask and then 
made to the mark. 0.01 moldm-3 mercury nitrate solution 
was prepared by accurately weighing 3.25g mercury nitrate 
and dissolving first with 0.01moldm-3 HNO3 in a beaker and 
then deionised water. This solution was transferred to a 1L 
standard flask and made up to the mark with deionised water. 
2.3. Analysis of Samples 
A three electrode system cell was used for all the elec-
trochemical measurements, along with a computer- con-
trolled potentiostat (Model Basi Epsilon EC version 1.0). A 
platinum rod was used as the counter electrode, and a 
commercial Ag/AgCl electrode (saturated KCl) served as the 
reference ( = −0.045 V versus SCE). The working electrode 
was a glassy carbon electrode. All measurements were made 
in solutions deoxygenated with N2 for at least 3 min, initially, 
and then usually for at least 2 min after each anodic stripping 
or oxidation cycle. Calibration curves of the metal standards 
were determined by DPASV. 3ml of the buffer, 2ml of the 
electrolyte, 0.1ml of the mercury solution and varying 
volumes of the working metal standards were carefully 
measured into the voltammetric cell. The solutions were 
blanketed with the gas during all measurements. All meas-
urements were made in a stirred solution. The typical dif-
ferential pulse voltammetric settings were (i) a 2 min depo-
sition time, (ii) a 0.5 min “quiet” time prior to initiation of 
the anodic sweep, (iii) a 50 mV pulse height, 0.2s pulse 
period, 50 ms pulse width, (iv) 0.02 V/s scan rate, initial 
potential of -1.3V and (iv) a constant potential of 600 mV for 
120s after completion of the anodic sweep to fully oxidize all 
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metal deposits prior to the next measurement. The stripping 
current was monitored and recorded. A calibration plot of the 
stripping current against the concentrations of the metal 
standards was made. The various raw water samples were 
determined and their concentrations extrapolated from the 
calibration plot made. Prior to deposition of the metal ad-
layer, the glassy carbon was polished under very clean con-
ditions using a series of alumina slurries (1.0, 0.3, and 
0.05 μm). The electrode was rinsed and ultrasonicated with 
ultrapure water between each polishing step to remove pol-
ishing debris. As a final pretreatment step, the polished 
electrode was soaked for 20 min in pyrana solution prior to 
use. Following each deposition and stripping cycle, the 
electrode was removed from the cell and the surface wiped 
clean with a kimwipe. All measurements were made at room 
temperature. The water samples were analysed in triplicates 
with the average concentration of the metal present being 
displayed in mg/L by the instrument after extrapolation from 
the standard curve. 
3. Results and Discussion 
Calibration curves were obtained using a series of varying 
concentrations of the standards for the three metals. All 3 
calibration curves were linear with a correlation coefficient 
ranging from 0.993 to 0.997. Table 2 shows the regression 
data for the calibration plots. Table 3 shows the level of the 
metals in the studied water samples. Figures 1-3 show the 
differences between lead, copper and cadmium concentra-
tions in samples and World Health Organisation Maximum 
Contaminant Level for the metals. 
 In this study, the concentration of Pb, Cu, and Cd were 
successfully determined in the water samples by DPASV 
technique. Pb, Cu and Cd were obtained at average peak 
potentials of about 0.55V, 0.28V and 0.75V respectively. 
The peak potentials of Pb, Cu and Cd for the standards and 
samples were not obtained at a definite potential characte-
ristic of the metals but at varying close potentials to it. This 
might be due to the presence of impurities in the form of 
more than one metal ion in the sample which leads to the 
formation of inter-metalic compounds. This may shift or 
distort the stripping peaks for the metals of interest [14, 15]. 
For the protection of human health, guidelines for the 
presence of heavy metals in drinking water have been set by 
different International Organisations such as USEPA, WHO, 
EPA, and the European Union Commission[4,16]. Thus, 
heavy metals have maximum acceptable concentration in 
drinking water as specified by these organizations. Maxi-
mum acceptable concentration (MAC) is an enforceable 
standard set at a numerical value with an adequate margin of 
safety to ensure no adverse effect on human health. It is the 
highest level of a contaminant that is allowed in a water 
system[16]. The three elements studied in this research work 
namely: Copper, Cadmium and Lead have Maximum ac-
ceptable concentration of 1.5 mg/L, 0.003 mg/L and 0.01 
mg/L respectively in drinking water and 1.5 mg/L, 0.01 
mg/L and 0.1 mg/L respectively for surface waters[17]. 
Table 2.  Regression data for the calibration plots 
Metal ion Pb2+ Cu2+ Cd2+ 
Regression equation 
Y= 84.64x 
– 0.813 
Y= 56.10x 
– 1.543 
Y = 90.46x – 
0.418 
Coefficient of determination (R2) 0.989 0.997 0.993 
Correlation coefficient 0.99 0.99 0.99 
*Adapted from Anyakora, C.A. et al (2010) 
Table 3.  Concentration of metal ions in water samples obtained by 
DPASV 
 Pb2+(mg/l) Cu2+(mg/l) Cd2+(mg/l) 
Sample 1 0.215 0.120 0.100 
Sample 2 0.080 0.050 0.080 
Sample 3 0.020 0.030 0.040 
Sample 4 0.110 0.050 0.110 
Sample 5 0.100 0.020 0.080 
Sample 6 0.070 0.040 0.010 
Sample 7 0.033 0.035 0.009 
Sample 8 0.085 0.090 0.021 
 
Figure 1. Differences between Pb concentration and WHO MCL for Pb in 
samples 
 
Figure 2.  Differences between Cu concentration and WHO MCL for Cu in 
samples 
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Figure 3.  Differences between Cd concentration and WHO MCL for Cd in 
samples 
Just as little copper is essential for good health, too much 
can be harmful. Ingesting large amounts of copper com-
pounds (such as copper sulphate) can cause death by nerv-
ous system, liver and kidney failure. From the result ob-
tained from its analysis, the minimum concentration of 
copper detected in the water samples for tap, surface and 
ground waters was 0.020 mg/L with the maximum concen-
tration being 0.120 mg/L. None of the water samples con-
tained copper above the specified Maximum acceptable 
concentration (1.5mg/L). However, copper was detected in 
all the water samples and since toxicity is associated with 
continuous low level exposure, this can eventually lead to 
serious health effects[16]. Contamination of drinking water 
with high level of copper may lead to chronic anemia[17]. 
Studies have shown that ingesting copper may also be im-
plicated in coronary heart diseases and high blood pressure, 
although coronary heart diseases have also been linked to 
copper deficiency. High levels of copper in drinking water 
can cause vomiting, abdominal pain, nausea, diarrhea and 
has been reported that copper leached into drinking water 
from copper pipes[18]. 
From the result obtained from the DPASV analysis for 
cadmium, all the samples showed detectable levels of cad-
mium and with all the samples having concentrations above 
the Maximum acceptable concentration for drinking water 
(0.003mg/L) and for surface water (0.01mg/l). This is of 
concern because some studies suggest it causes prostate 
enlargement, other studies suggest it may be a reproductive 
toxin and can cause premature birth, low birth weight, still 
birth and spontaneous abortion[19]. Excessive cadmium 
exposure may weaken the body immune system and cause 
lung cancer.  
In the result obtained from the DPASV analysis of lead, 
ground and tap waters (samples 2, 3, 5, 6 and 7) all showed 
concentrations above the Maximum acceptable concentra-
tion (0.01mg/L). The unusual high level of lead in tap water 
(sample 5) might be due to fittings made from brass. The 
extent of lead pick up depends on various factors; tempera-
ture, acidity (pH), water hardness, the length of pipe and the 
time that water is left to stand in the pipe (stagnation) be-
fore it is drawn off [20]. Surface water (samples 1 and 4) 
showed concentrations above the Maximum acceptable 
concentration (0.1mg/L) with surface water sample 8 
showing concentration below the MAC. Sample 1 (Tin-Can 
Lagoon water) showed the highest lead concentration in all 
the water samples analysed. This was expected as there is 
high emission of lead into the waters from the combustion 
engines of the ships and boat that use the waterway. The 
usual heavy traffic of motor vehicles on that route might also 
contribute to the deposition of lead which will find its way to 
the water. Sample 1 also showed the highest copper con-
centration of all the samples analysed (though below the 
MAC) and very high cadmium concentration. Lagos lagoon 
showed lead and cadmium pollution. Odo-Iyaalaro water 
showed lesser pollution of the surface waters with only 
cadmium concentration above the MAC. These results are of 
concern as lead is a poisonous metal that can damage nerv-
ous connections (especially in young children) and cause 
blood and brain disorders. One of the most important and 
serious biochemical effects of lead is its interference with 
heme synthesis, which leads to hematological damage. Like 
mercury, another heavy metal, lead is a potent neurotoxin 
that accumulates in soft tissues and bone over time. Lead is a 
cumulative poison and a possible human carcinogen. 
On the whole samples analysed, only surface water sam-
ple 8 showed no pollution of Pb and no water sample had Cu 
pollution; all the other samples showed pollution of Pb and 
Cd. 
4. Conclusions 
The sources of water studied represent the major sources 
of water in Lagos metropolis. There is need for constant 
water quality monitoring of the various sources of water as 
the results showed levels of pollution signaling that a major 
proportion of the populace are at a significant risk given the 
toxicity of these metals. These results by DPASV are also 
comparable with those carried out with Atomic Absorption 
Spectroscopy from independent work[16,21,22]. 
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